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Abstract
We have developed a position response calibration method for a micro-channel
plate (MCP) detector with a delay-line anode position readout scheme. Using an
in situ calibration mask, an accuracy of 8 µm and a resolution of 85 µm (FWHM)
have been achieved for MeV-scale α particles and ions with energies of ∼10 keV.
At this level of accuracy, the difference between the MCP position responses
to high-energy α particles and low-energy ions is significant. The improved
performance of the MCP detector can find applications in many fields of AMO
and nuclear physics. In our case, it helps reducing systematic uncertainties in
a high-precision nuclear β-decay experiment.
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1. Introduction
For more than two decades micro-channel plates (MCPs) have been widely
used for ion and electron detection in experiments dedicated to the study of
ion, atom and molecule collisions and photoionizations using the so called “cold
target recoil ion momentum spectroscopy” (COLTRIMS) technique [1]. More
recently, such detectors found new applications in nuclear physics with the pre-
cise measurement of atomic masses of short lived nuclides [2] and high-precision
nuclear β-decay experiments [3–6]. Many of these experiments demand high
accuracy and resolution for both the timing and position responses of the MCP.
For example, in the measurement of the β − ν angular correlation in the 6He
decay at University of Washington [7, 8], the MCP detector is used to detect
the impact positions of the recoil 6Li ions and to provide the stop signal for
the ion time-of-flight (TOF) measurement which is triggered by the detection
of the β particles from 6He decay. For each event, the ion position and its TOF
are needed for reconstructing the initial momentum of the recoil ion and with
it the momentum of the outgoing anti-neutrino. The fiducial cut on the MCP
image affects the TOF spectral shape and thus the extracted value of the β− ν
angular correlation coefficient aβν . It is thus very crucial to calibrate the MCP
position response to a high accuracy for such experiments.
To make an MCP detector position-sensitive, a resistive anode [9], a wedge-
and-strip anode (WSA) [10], or a pair of delay-lines [11] perpendicular to each
other are placed behind the MCP to collect the cloud of electrons. A phosphor
screen coupled to a CCD camera can also be used, but at the cost of losing
high-resolution timing information correlated with position. For the resistive-
anode scheme, the electron-collecting position is determined by the ratios of the
charge collected at four corners of the resistive anode, while for a WSA anode
it is deduced from the ratio of three charges collected on the WSA pattern. For
the delay-line scheme, X and Y coordinates are encoded in the time differences
between the signals read from the two ends of two perpendicular delay-lines.
A resolution of ≈100 µm has been achieved using these anode configurations,
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and there are also many studies on improving MCP position resolutions for dif-
ferent types of impacting particles [12], counting rate [13] and configurations
of MCPs like the number of layers [14]. However, distortions around 200 µm
are inevitable for all position readout schemes [13, 15, 16]. Particularly, distor-
tions are large near the edge of the MCP detector due to fringe electric fields.
Therefore a position calibration procedure is needed to achieve a high accuracy.
Conventionally, the position response of an MCP detector is calibrated using
a mask with holes or other patterns at well-machined positions [16–18]. Then
the MCP is illuminated with α particles [18], low-energy ions [16], low-energy
electrons [15] or ultraviolet photons [13] such that the mask pattern is imaged
onto the MCP. Usually, a global correction algorithm for the whole MCP is
obtained by comparing the imaged hole positions reconstructed by the MCP
detector to the actual hole positions on the mask. For example, an accuracy of
240 µm was achieved for the delay-line position readout scheme [16]. If a local
correction algorithm is implemented so that the position correction of an event
is based on the positions of the holes near this event, the position accuracy can
be improved to 120 µm [18].
The position accuracies of the conventional calibration schemes described
above are limited to about 100 µm. Moreover, there are two drawbacks of these
methods. Firstly, after the calibration is done, the calibration mask needs to
be removed, and this involves venting the vacuum chamber and disassembling
part of the detector system for the experiment. It is also hard to control the
stability of the calibration throughout the experiment when the mask is no
longer mounted on the MCP. Secondly, the mask is usually positioned at some
distance from the MCP surface, which requires a good understanding of the
particle trajectories. This implies a very precise knowledge of the α-source
position or of the ion flight path which is usually driven by an electric field.
To overcome these difficulties, we developed a calibration scheme using a 90%
open calibration mask with precisely-shaped orthogonal grids placed directly on
top of the MCP surface. In this way, the open area of the mask is large enough
so that there is no need to remove the mask after the calibration. The shadow
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created by the mask is present on the MCP image during the experiment, and
thus the position calibration is built into the data. Since there is no gap between
the mask and the MCP surface, the requirement of knowing the trajectories
of the incoming particles is less strict. In order to achieve a higher position
accuracy, we developed an algorithm to determine the positions of the grid
lines on the MCP image and then correct the detector position response. In
this paper, we will describe the MCP detector system used to develop and
test this position calibration method. The position calibration method and its
performance will be described in detail. We will also discuss the performance of
the MCP detector position response in an experiment using laser-trapped 6He
atoms [19].
2. Apparatus and detector operations
The experimental setup used to test and calibrate the MCP detector is shown
in Figure 1, and this setup is also used in the 6He β−ν angular correlation mea-
surement [8]. In the β−ν angular correlation measurement 6He atoms are laser-
trapped at the center of the vacuum chamber shown in Figure 1. A β-telescope
which consists of a multi-wire proportional chamber and a scintillator detector
is placed above the trap, and an MCP detector is placed below the trap for de-
tecting recoil ions. Electrodes are installed in between the β-telescope and the
MCP detector to create an electric field of ≈1.3 kV/cm and accelerate the recoil
ions emitted from the trap towards the MCP detector to ≈13 keV. Therefore
the ion-collecting solid angle becomes larger and the ions have enough energy to
trigger the MCP detector with high and uniform efficiency [16]. In this system,
calibration sources can be inserted to the trap position via a transportation
rod. The MCP tests and calibrations use some or all of this setup in those tasks
described in the following sections.
The MCP detector system is based on the DLD80 system [11] developed by
RoentDek with two MCPs mounted in a chevron configuration. The diameter
of each micro-channel is 25 µm, and the distance between adjacent channels is
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Figure 1: Cross-section view of the detector system mounted on the 6He-trap
chamber. 1) re-entrant β-telescope housing, 2) trapping laser ports, 3) main
chamber, 4) 6He transfer port, 5) electrode assembly, 6) micro-channel plate
(MCP) recoil-ion detector, 7) 10 inch custom feedthrough flange for HV and
MCP connections, 8) trap monitoring ports, 9) 127 µm Be foil, 10) multi-wire
proportional chamber (MWPC), 11) plastic scintillator, 12) lightguide to photo-
multiplier tube. The black dot at the chamber center is the position of the 6He
trap used in the β − ν correlation experiment and the test with trapped 6He
atoms described in Section 4. The trap is 91 mm above the MCP. The green
cone represents the β-detection solid angle, and the magenta parabola is the
envelope of all possible 6Li ion trajectories. This figure was originally produced
in Reference [20].
35 µm. The micro-channels are inclined at 8◦ relative to the normal direction
of the MCP surface. We have modified the system by mounting the MCP stack
to the bottom electrode (the MCP holder) of the recoil-ion spectrometer. The
50 µm thick nickel calibration mask (Figure 2) is fixed to the MCP holder and
kept flat with four screws, and the MCP stack is clamped to the bottom of the
calibration mask by a ceramic ring as shown in Figure 3. The MCP holder, the
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calibration mask, and the top surface of the MCP stack are in electrical contact
with each other. The shim electrode and the delay-line anodes are adjusted so
that the MCP stack is at the position recommended for the DLD80 system by
RoentDek. The calibration mask is produced through electroforming [21], and
nickel is chosen for sake of its stiffness. The grid lines of the calibration mask
are separated by 4 mm, and the width of each grid line is 250 µm. The accuracy
of the positions and widths of grid lines is 2 µm according to the manufacturer,
and this was confirmed using a SmartScope ZIP Lite 250 mechanical inspection
system. The grid lines are approximately parallel to the directions of the X and
Y delay-line wires. The edges of the grid lines are formed with a 45◦ inclination
relative to the mask surface as shown in Figure 2. Therefore, incoming particles
with impact angles smaller than 45◦ are not affected by the thickness of the
calibration mask. The inner diameter of the mask is 75 mm which defines the
detection area for ions and α particles. The overall dark rate of our MCP
is about 0.01 count·s−1·mm−2. We observed that the dark rate increased by
≈15% on average across the whole usable surface of the MCP (up to 65% in
some regions) after the calibration mask was installed. This increase is possibly
caused by charges released from sharp points on the mask or ionizations of
residual gas.
The front side of the MCP assembly is biased through the MCP holder, while
the back side is biased through a conductive layer on the ceramic ring. The bias
voltages applied to the front and back side of the MCP, the shim electrode and
the delay-line anode wires are listed in Table 1. Between the front and back
of the MCP, a bias voltage of ≈2400 V is applied, and the overall gain of the
two MCPs is ∼107. The avalanche of electrons leaving the MCPs induces a
fast positive signal on the back side of the MCPs and is collected by the signal
wires of the X and Y delay lines. The reference wires wound next to the signal
wires are biased with slightly different voltages and are used to suppress the
electromagnetic noise picked up in the vacuum chamber [11]. Five signals are
read out: one from the MCP back side, two from the ends of the X delay line,
and two from the ends of the Y delay line. The MCP back-side signal is inverted
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Figure 2: Photo of the the micro-channel plate with the calibration mask placed
on top of it. The zoomed-in picture of the calibration mask and the grid line
cross section are shown on the right. The diagonal line in the bottom square is
to mark the orientation of the mask.
Figure 3: Section view of the MCP system schematics. The delay-line wires are
wound onto the ceramic delay-line frame, and the wire plane is perpendicular
to this cross-section plane.
and then amplified by an Ortec VT120C fast amplifier. The four anode signals
are amplified by an Ortec FTA 420C four-channel fast amplifier. The gain
of all these amplifiers is 20. We use the Fast Acquisition SysTem for nuclEar
Research (FASTER) [22] as our data acquisition (DAQ) system. Each one of the
five amplified signals is digitized by a 500 MHz flash analog-to-digital converter
(flash ADC). All flash ADCs are synchronized, and the pulse filtering, timing
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and charge integrating are performed in hardware using modular algorithms
loaded onto the field-programmable gate arrays (FPGAs) of the DAQ system.
The pulse filtering includes a low-pass filter with a time constant of 13 ns and
a baseline restoration (BLR) treatment which applies a 160 kHz low-pass filter
to the input waveform and subtracts this filtered waveform. The BLR is vetoed
when the input waveform is above a 15 mV threshold and during a 1 µs gate after
the input returns below the threshold. The timing of a pulse, which determines
the MCP detector position readout, is extracted using the constant-fraction
discrimination algorithm. A timing resolution of ≈50 ps was achieved for the
MCP detector and the acquisition system used. Charge integrating within a
time window of 32 ns carries additional information on the pulse amplitude for
each signal.
Electrode Voltage (V)
MCP Top -2000
MCP Bottom 371
Shim Electrode 400
Reference Wire 762
Signal Wire 816
Table 1: Voltages of the ion detector system.
The position where the incoming particle hits the MCP detector is deter-
mined by the time difference between the two signals from each end of the same
delay-line anode. Two sets of delay-lines are wound at 1 mm pitch, and their
directions are orthogonal with respect to each other. It takes ∼2 ns for a signal
to travel through one turn of the delay-line, so the MCP position readout (X,Y)
can be expressed as
X =
TX1 − TX2
2 ns/mm
× kX + cX ,
Y =
TY1 − TY2
2 ns/mm
× kY + cY , (1)
where TX1, TX2, TY1, TY2 are the timings of the four delay-line anode signals
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in nanoseconds. The ns-to-mm conversion factor is a priori not known with
high accuracy, and timing offsets are easily introduced in the pulse propagation
and amplification. Therefore, the scaling factors kX , kY and shifts cX , cY
are introduced in the position reconstruction formula for the basic stretching
and shifting. These parameters need to be determined through calibration.
Although this basic correction scheme cannot restore rotations and non-linear
distortions of the MCP image, it makes the high-precision calibration algorithm
easier to implement.
3. Position calibration
To calibrate the MCP position response, we use high-intensity α sources
or low-energy ion-sources to illuminate the MCP, and collect enough events
(more than 107) so that the mask grid line edges on the MCP image can be
resolved with a precision better than 10 µm. Then the positions of the grid line
crossings and several other points along the grid line in between the crossings
are determined. A correction function is constructed for each square region
enclosed by grid lines in order to shift the positions of the points determined
above as close as possible to their physical positions. These functions are then
used to correct the MCP position response on an event-by-event basis for other
runs. In this section, details of this calibration procedure are described. The
accuracy and resolution of the calibrated MCP detector position response are
determined. The example used for illustrating the calibration procedure is based
on calibration runs using α particles from a 241Am source placed at the trap
position shown in Figure 1. Calibrations using 6Li ions from decays of non-
trapped 6He atoms are described at the end of this section.
3.1. Event selection and pre-calibration
Before conducting the calibration, one condition on the timing of the signals
is imposed for event selection in order to rule out false triggers by electronic
noise and pile-up events. Because the total length of the delay-line is fixed, the
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sum of the propagation times from the charge impact position to the two ends
of the delay-line is fixed, independent of where the event happens. Therefore,
the timing sums
TXsum = (TX1 − TMCP ) + (TX2 − TMCP ),
TYsum = (TY1 − TMCP ) + (TY2 − TMCP ), (2)
are both expected to be constants, where TMCP is the timing of the MCP
back-side signal. The spectra of TXsum and TYsum for the calibration run are
shown in Figure 4a. The sharp peaks near 90 ns in these spectra agree with
the expectation described above. Events with TXsum or TYsum away from
these peaks must have false triggers in some channels, and thus are ruled out
by applying a ±4 ns acceptance window around the peaks. Events cut out by
imposing this condition are ∼5% of the whole data set, and this condition is
applied for all spectra shown in the rest of this paper.
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Figure 4: (a) TXsum (Blue) and TYsum (Red) spectra with cut region indicated.
(b) MCP image with the cut on TXsum and TYsum. This image is constructed
without any corrections described in Subsection 3.3.
The 2D spectrum of the α-hitting positions (the MCP image) is shown in
Figure 4b. All grid lines, their crossings, and the inner rim of the mask are
visible. The k and c parameters in Equation 1 are chosen such that the middle
square region is centered at the origin of the coordinate system and its edges
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are all 4 mm. Even without any further corrections, the quality of this posi-
tion reconstruction is good enough for many applications [3, 23]: the grid line
crossings in Figure 4b deviate by ≈250 µm from their physical positions on av-
erage and up to 1.1 mm near the edge, as will be described in Section 3.2. Our
high-accuracy calibration is based on this image.
3.2. Grid line finding algorithm
In order to correct the MCP detector position readout, one needs to deter-
mine the grid line positions on the MCP image with high accuracy. First of all,
we determine the positions of grid line crossings. After the scaling and shifting
described above, the grid line crossings are approximately at their physical posi-
tions within up to 2 mm. We make initial guesses of the grid line crossings, and
then search for the local minima of the horizontal and vertical projections of
the MCP image in a 1.6 mm by 1.6 mm square region centered at the initially-
guessed positions of each grid line crossing. The low-accuracy determinations
of the grid line crossing coordinates are assigned to the positions of these local
minima. To achieve a higher-accuracy determination, for each grid line crossing
we project onto the horizontal axis the 1.6 mm by 0.8 mm rectangular regions
(the blue dashed rectangles in the insert of Figure 5a) above and below its low-
accuracy position determined previously. These projections have similar shapes
to the spectrum shown in Figure 5b. Ideally, the projection spectrum should be
a step function at either edge of a grid line. Due to the finite resolution of the
MCP, the step function becomes an error function. Therefore, we fitted these
projections with a function F (x) defined as
F (x) = N1 ×
(
1− Erf
(
x− µ1√
2σ1
))
+N2 ×
(
1 + Erf
(
x− µ2√
2σ2
))
+B, (3)
where N1 and N2 are normalization factors, B is a constant to account for the
dark rate and events triggered by particles going through the mask such as
cosmic rays, µ1 and µ2 are the positions of the falling edge and the rising edge
respectively, and σ1 and σ2 are the Gaussian smearing widths of the edges to
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account for the position resolution. The error function Erf(x) is defined as:
Erf(x) =
2√
pi
∫ x
0
exp(−t2)dt. (4)
The fitted function is shown in red in Figure 5b. The statistical uncertainties of
the µ parameters are all below 6 µm. The high-accuracy determination of the
X coordinate of a grid line crossing (Xcross) is the average of the fitted µ values
for the projection histograms:
Xcross =
µabove1 + µ
above
2 + µ
below
1 + µ
below
2
4
. (5)
The high-accuracy determination of the Y coordinate of a grid line crossing
(Ycross) is determined in the same manner using the vertical projections of the
regions on the left and right sides of the grid line crossing position. Secondly,
after having determined the coordinates of all grid line crossings with high ac-
curacy we select three more points on each segment of the grid lines as shown
in Figure 5a. For each horizontal segment, X coordinates of the three interme-
diate points are set uniformly in between the grid line crossings at each end of
the segment, and the initial guesses of their Y coordinates are assigned to the
average of the Y coordinates of the segment ends. The high-accuracy Y coordi-
nates of these three points are determined by fitting the vertical projection of
the 1.6 mm by 1.6 mm region around each point and averaging the µ param-
eters. The positions of the three intermediate points along vertical segments
are determined in the same way. Thus, positions of all calibration points which
include the grid line crossings and the three intermediate points on each grid
line segment are determined with high accuracy.
To estimate the distortions of the MCP image, we calculate the deviations
between the coordinates of the calibration points on the MCP image and their
physical positions. The distribution of the absolute deviations is plotted in
Figure 6. The mean absolute deviation is 278 µm and the maximum deviation
is 1.1 mm. Observing the whole MCP image, we found an overall rotation of
≈ 3× 10−3 rad, undulating of grid lines, and inward compression near the edge
of the MCP. In general, the farther the position is from the center, the larger
12
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Figure 5: (a) Calibration points (marked as “∗”) determined along the grid line
shadow in the MCP image. The rectangular region at (2, −2) is magnified in the
insert, and the blue dashed rectangles in the insert are the projection regions
for determining the X coordinate of the grid line crossing point shown as the
black square dot. (b) Projection of the region (black rectangle with double-
lined edges in (a)) around (−2, −4) onto the X axis. The X coordinate in this
histogram is relative to X = −2. The red line is the fit function defined in
Equation 3. Projections of the blue dashed rectangles in the insert are similar
to this histogram.
deviation it exhibits.
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Figure 6: Distribution of the absolute deviations of calibration points.
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3.3. Event-by-event position correction
For each square region, we use second-order two-variable polynomials to
transform the high-accuracy positions (X,Y ) of the calibration points on the
square sides to their physical positions (XPhys,YPhys) as closely as possible,
in order to correct the MCP position readout for each event. The correction
functions are
XC = p0X
2 + p1XY + p2Y
2 + p3X + p4Y + p5,
YC = q0X
2 + q1XY + q2Y
2 + q3X + q4Y + q5. (6)
In Equation 6, (XC ,YC) is the corrected position of a calibration point with non-
corrected position (X,Y ), and pi and qi (i = 0→ 5) are parameters determined
by a fit using all the calibration points on this square region and setting (XC ,YC)
to their physical positions. The fitted values of these parameters for all complete
square regions are saved to a file for the event-by-event position correction of
other runs. The regions near the outer edge which are not complete squares
are ruled out from the analysis. This only reduces the usable area of the MCP
by ∼10%, but avoids the use of complex correction algorithms for regions with
non-square shapes.
For the event-by-event position correction, the non-corrected position of one
event is first reconstructed using Equation 1 with parameters k and c determined
as described above. To implement the position correction function, the square
region to which this event belongs needs to be determined. The judgement
of whether the event belongs to one square region is made by testing whether
its non-corrected position is inside the loop created by linking the calibration
points on the sides of this square region (from the non-calibrated MCP image
of the calibration run) as shown in Figure 7. In this way, the square region that
each event belongs to is unambiguously determined. Then the position of this
event is corrected using Equation 6 with the parameter values associated with
its corresponding square region. The quality of this position correction method
is discussed in the next subsection.
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Figure 7: The square region centered at (0.0, 4.0) with the calibration points
at the corners and on the sides (labeled in black circles and joined with black
lines). The physical positions of these points are labeled in red triangles. The
black loop indicates the boundary of this region.
3.4. Accuracy and resolution of the calibrated MCP position response
To test the performance of this position calibration method, we processed
another data set and corrected the MCP position response using the param-
eters (k’s, c’s, p’s and q’s in Equation 1 and Equation 6) determined by the
calibration run. This data set was taken under the same conditions as but sta-
tistically independent from the calibration run. Therefore, it is appropriate to
use this data set to extract the MCP position resolution and the accuracy of
this calibration scheme. The MCP image after position corrections is shown in
Figure 8. The events falling into the non-square regions near the mask rim are
already discarded.
Using the same algorithm as described above, we determined the coordi-
nates of grid line crossings and of three intermediate points along each grid line
segment in between the crossings based on the corrected MCP image in Fig-
ure 8. Then the deviations of these coordinates from their physical values were
calculated. The distributions of the absolute deviations and the deviations in
the X and Y directions are shown in Figure 9. The average absolute deviation
amounts to 8 µm, much smaller than it was prior to the correction. The root-
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Figure 8: MCP position spectrum after the event-by-event position correction.
mean-square (RMS) of this distribution is 3 µm, and in this test the maximum
deviation is 20 µm.
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Figure 9: (a) Distribution of the absolute deviations of all grid line crossings
and 3 intermediate points along each grid line segment in between the crossings
on the corrected MCP image. (b) Distribution of the deviations in the X and
Y directions. The mean deviations in both directions are ≈ −3 µm.
The resolution of the MCP position response is reflected by the σ param-
eters in Equation 3. σ1 is the standard deviation of the Gaussian smearing
corresponding to the falling edge, and σ2 is the one corresponding to the rising
edge. Distributions of fitted values of the σ parameters for the intermediate
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points on horizontal and vertical segments are plotted in Figure 10. All these
distributions have a similar shape with mean 36 µm and RMS 8 µm. The
RMSs of these distributions are also comparable to the fit uncertainties of σ1
and σ2 in Equation 3, which are ∼6 µm. This indicates that the widths of the
distributions in Figure 10 are mainly due to the statistical uncertainties of fits.
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Figure 10: Distributions of Gaussian smearing widths of falling edges and rising
edges.
Furthermore, the fitted value of µ2 − µ1 corresponds to the width of the
grid lines. The distributions of the widths of horizontal and vertical grid line
segments are shown in Figure 11. The mean values of both the horizontal and
vertical grid line widths are consistent with their physical width of 250 µm. We
also investigated the stability of the calibration, and no significant drift was
observed within two days.
3.5. Summary
The position calibration scheme described in this section improves the MCP
position readout accuracy significantly. After the event-by-event correction, the
accuracy1 (mean-absolute-deviation) of the MCP position responses is 8 µm,
1Because the grid line positions are determined by averaging over contributions from many
channels, the accuracy of the grid line center determination can be better than the size of the
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Figure 11: Distributions of the widths of grid line segments.
and the RMS resolution (mean-σ-parameter) is 36 µm which corresponds to
85 µm FWHM. To achieve these calibration goals, the number of detected α
particles needs to be at least 1.4 × 107. Compared to conventional calibration
methods used so far, our calibration scheme improves the accuracy of the MCP
position response by about one order of magnitude. Moreover, the excellent
FWHM spatial resolution of 85 µm could be determined precisely, which is
crucial for the Monte Carlo simulation of the detector response function in
precision experiments such as the 6He β − ν angular correlation measurement
[8]. Since the spatial resolution is at the same scale of the channel-to-channel
distance, using MCPs with smaller and denser micro-channels can potentially
further improve the position resolution.
So far all results we presented are based on the fact that the data run and
the calibration run are under the same condition and the same type of particle is
detected in both runs. We will show in the following section that the calibration
parameters, can differ when different sources of particles are used or the α-source
position is different.
micro-channels.
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4. Discussion
4.1. Calibrations using different particle sources
Besides α sources, the position response of the MCP can also be calibrated
using other ion sources. It is necessary to ensure that the MCP position response
to α particles and to the particles detected in the target experiment are the same
so that the high-accuracy calibration is still valid. For the experiment dedicated
to the measurement of the β − ν angular correlation in 6He decay, the MCP is
used to detect 6Li ions. Therefore, we also use the 6Li recoil ions from the 6He
decays to illuminate the MCP and calibrate its position response. High-intensity
6Li ions are achieved by flushing the 6He-trap chamber with non-trapped 6He
atoms and turning on the ion-accelerating field. The recoil 6Li ions are thus
accelerated towards the detector with an average energy of ≈16 keV to trigger
the MCP efficiently. The 6Li ions are blocked by the mask and make the grid
line shadows on the MCP image clearly visible. However, the contrast of MCP
image is not as good as that in the calibration run using α particles, because
most of the β particles from 6He decays can penetrate the calibration mask and
trigger the MCP. Although a small fraction of the β particles can be blocked
by the mask, our study shows that the contribution from β particles to the
grid line shadow is negligible compared to the contribution from 6Li recoil ions.
Therefore, the position spectrum generated by β particles from 6He decays can
be treated as a constant background at each fit region when determining the
grid line positions.
The calibration scheme described in Section 3 is still valid for calibration
runs using 6Li ions. We achieved the same accuracy (8 µm) and resolution
(85 µm FWHM) as those obtained using α particles. However, the fitted value
of the background parameter B in Equation 3 is ≈1/6 of the fitted value of
N1 and N2 due to the β particles, while for α particles B is close to zero.
Furthermore, we inspected the consistency between the calibration using the
241Am source and the calibration using the non-trapped 6He atoms. We first
constructed the correction functions based on a run with the 241Am source,
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and then applied these correction functions to a run with non-trapped 6He
atoms. We analyzed the deviations of the calibration points (after the position
corrections) from their physical positions and the MCP resolution. The results
are plotted in Figure 12. The distribution of the resolution is broader than that
for cases where the calibration run uses the same species of particles, but the
mean RMS resolution is still 36 µm. However, the mean absolute deviation
becomes 32 µm and its distribution is much broader and extends to 100 µm.
To understand the cause of those large deviations, we studied the pattern of
deviations of the grid line crossings as shown in Figure 14. Figure 14a and
Figure 14b correspond respectively to two runs with the 241Am source placed
above the center of the MCP (Position-0 in Figure 13) and off-centered by 30 mm
(Position-1 in Figure 13). The position correction functions for these two runs
are based on the same calibration run using non-trapped 6He atoms. As shown
in these figures, the deviations are all diverging and the center of the divergence
approximately moves along with the position of the 241Am source. On the
other hand, according to the geometry of the micro-channels α particles with
5.5 MeV energy can penetrate the walls of the micro-channels once, and even
twice for large incident angles. When an α particle penetrates more than one
micro-channels, the reconstructed hit position consequently deviates towards
the direction of the incoming α particle from the hit position on the MCP
front surface. Therefore, we attribute the large deviations to the multi-channel
penetration of the α particles.
Because the low-energy 6Li ions cannot penetrate through the walls of micro-
channels, we choose to use the non-trapped 6He source to calibrate the MCP
position response during the 6He decay β − ν correlation experiment. In this
experiment, the 6He atoms are trapped 91 mm above the MCP center as shown
in Figure 1, and the FWHM of the trap is ∼1 mm. The MCP is triggered in
coincidence with the β telescope, and a TOF cut is applied so that the data set
contains only events generated by 6Li ions emitted by the decays inside the trap.
We checked whether the reconstructed grid line positions on the calibrated MCP
image shown in Figure 15 are consistent with their physical positions. Projection
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Figure 12: Distributions of deviations and resolutions for the MCP position
spectrum of the non-trapped 6He source calibrated based on the run with α-
particles.
Figure 13: Source positions for studying the MCP position calibration. Position-
0 is for the MCP position calibration procedures described in Section 3.
Position-1 is off-centered by 30 mm for studying the deviation patterns when
the run with the 241Am source is calibrated by the run using non-trapped 6He
atoms.
histograms of the MCP image are constructed, and the dip positions in these
histograms correspond to the reconstructed grid line positions. We confirmed
that the dip positions deviate from their physical positions by no more than
20 µm, which is consistent with the accuracy of the calibration.
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Figure 14: Patterns of grid line crossing deviations for two α-particle runs cali-
brated using the calibration parameters obtained from a run using non-trapped
6He atoms. Each arrow in these two subfigures starts from the physical position
of each grid line crossing and points to the direction of deviation. The length
of each arrow is proportional to each absolute deviation. The 241Am source
positions (projected onto the MCP) are indicated by the red circles. The micro-
channels are inclined in the azimuthal orientation roughly 45◦ counterclockwise
from the X axis.
4.2. Impact on the β − ν angular correlation measurement of the 6He decay
For the measurement of the β − ν angular correlation coefficient aβν in 6He
decay, we aim at a relative precision of ∼1% in the development stage of this
experiment and then at an order of 0.1% in the coming years. The sensitivity
of the aβν extraction to the position of the boundaries of the fiducial area (rcut)
is approximately ∆aβν = 1.7% per mm change in rcut. Therefore, the 8 µm
accuracy of the MCP position response corresponds to a 0.014% systematic
uncertainty of aβν which is negligible for the present experiment goals and in
the near future.
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Figure 15: MCP image of the aβν measurement. Projections of the image onto
X and Y axis are shown in the top and left panels. The measured dip positions
corresponding to the grid lines deviate from their physical positions by no more
than 20 µm, which is consistent with the absolute-deviation distribution in
Figure 9.
5. Conclusions
We developed a high-accuracy and high-resolution position calibration scheme
for MCP detectors. It uses a 90% open calibration mask permanently mounted
on the detector. Software was developed to determine the grid line positions
on the MCP image with high accuracy so that the adequate parameters for
the event-by-event position correction could also be determined with high ac-
curacy. An accuracy of 8 µm and a FWHM resolution of 85 µm were achieved,
improving by close to 1 order of magnitude the final accuracy of the image re-
construction compared to the conventional calibration schemes. Due to the high
accuracy position response of the MCP, the related systematic uncertainty in
the aβν measurement of the
6He decay is negligible. At this level of accuracy,
systematic differences between different particles used for calibration become
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apparent and need to be taken into account. Stability of the calibration also
needs to be monitored throughout the experiment.
6. Acknowledgments
This work is supported by the Department of Energy, Office of Nuclear
Physics, under contract numbers DE-AC02-06CH11357 and DE-FG02-97ER41020.
References
[1] R. Do¨rner, V. Mergel, O. Jagutzki, L. Spielberger, J. Ullrich, R. Mosham-
mer, H. Schmidt-Bo¨cking, Cold target recoil ion momentum spectroscopy:
a ‘momentum microscope’ to view atomic collision dynamics, Physics Re-
ports 330 (2–3) (2000) 95 – 192.
[2] S. Eliseev, K. Blaum, M. Block, C. Droese, M. Goncharov, E. Mi-
naya Ramirez, D. A. Nesterenko, Y. N. Novikov, L. Schweikhard, Phase-
imaging ion-cyclotron-resonance measurements for short-lived nuclides,
Phys. Rev. Lett. 110 (2013) 082501.
[3] A. Gorelov, D. Melconian, W. P. Alford, D. Ashery, G. Ball, J. A. Behr,
P. G. Bricault, J. M. D’Auria, J. Deutsch, J. Dilling, M. Dombsky, P. Dube´,
J. Fingler, U. Giesen, F. Glu¨ck, S. Gu, O. Ha¨usser, K. P. Jackson, B. K.
Jennings, M. R. Pearson, T. J. Stocki, T. B. Swanson, M. Trinczek, Scalar
interaction limits from the β-ν correlation of trapped radioactive atoms,
Phys. Rev. Lett. 94 (2005) 142501.
[4] P. A. Vetter, J. R. Abo-Shaeer, S. J. Freedman, R. Maruyama, Measure-
ment of the β-ν correlation of 21Na using shakeoff electrons, Phys. Rev. C
77 (2008) 035502.
[5] X. Fle´chard, P. Velten, E. Lie´nard, A. Me´ry, D. Rodr´ıguez, G. Ban, D. Du-
rand, F. Mauger, O. Naviliat-Cuncic, J. C. Thomas, Measurement of the
β−ν correlation coefficient aβν in the β decay of trapped 6He+ ions, Journal
of Physics G: Nuclear and Particle Physics 38 (5) (2011) 055101.
24
[6] S. Van Gorp, M. Breitenfeldt, M. Tandecki, M. Beck, P. Finlay, P. Friedag,
F. Glu¨ck, A. Herlert, V. Kozlov, T. Porobic, G. Soti, E. Traykov,
F. Wauters, C. Weinheimer, D. Za´koucky´, N. Severijns, First β − ν cor-
relation measurement from the recoil-energy spectrum of penning trapped
35Ar ions, Phys. Rev. C 90 (2014) 025502.
[7] A. Knecht, Z. T. Alexander, Y. Bagdasarova, T. M. Cope, B. G. Delbridge,
X. Fle´chard, A. Garc´ıa, R. Hong, E. Lie´nard, P. Mueller, O. Naviliat-
Cuncic, A. S. C. Palmer, R. G. H. Robertson, D. W. Storm, H. E. Swanson,
S. Utsuno, F. Wauters, W. Williams, C. Wrede, D. W. Zumwalt, Weak
interaction studies with 6He, AIP Conference Proceedings 1560 (1) (2013)
636–640.
[8] R. Hong, Developments for a measurement of the β − ν correlation and
determination of the recoil charge state distribution in 6He β decay, Ph.D.
thesis, University of Washington, Seattle (2016).
[9] M. Lampton, C. Carlson, Low-distortion resistive anodes for two-
dimensional position-sensitive MCP systems, The Review of scientific in-
struments 50 (9) (1979) 1093—1097.
[10] O. Siegmund, S. Clothier, J. Thornton, J. Lemen, R. Harper, I. Mason,
J. Culhane, Application of the wedge and strip anode to position sensing
with microchannel plates and proportional counters, IEEE Transactions on
Nuclear Science 30 (1) (1983) 503–507.
[11] Roentdek - Handels GmbH, MCP Delay Line manual.pdf (2011).
[12] G. Fraser, X- and γ-ray imaging using microchannel plates, Nuclear Instru-
ments and Methods in Physics Research 221 (1) (1984) 115 – 130.
[13] O. Jagutzki, J. Lapington, L. Worth, U. Spillman, V. Mergel, H. Schmidt-
Bo¨cking, Position sensitive anodes for MCP read-out using induced charge
measurement, Nuclear Instruments and Methods in Physics Research Sec-
25
tion A: Accelerators, Spectrometers, Detectors and Associated Equipment
477 (1–3) (2002) 256 – 261, 5th Int. Conf. on Position-Sensitive Detectors.
[14] D. Siwal, B. Wiggins, R. deSouza, Using pulse shape analysis to improve
the position resolution of a resistive anode microchannel plate detector,
Nuclear Instruments and Methods in Physics Research Section A: Acceler-
ators, Spectrometers, Detectors and Associated Equipment 804 (2015) 144
– 148.
[15] B. B. Wiggins, E. Richardson, D. Siwal, S. Hudan, R. T. deSouza, Optimiz-
ing the position resolution of a Z-stack microchannel plate resistive anode
detector for low intensity signals, Review of Scientific Instruments 86 (8).
[16] E. Lie´nard, M. Herbane, G. Ban, G. Darius, P. Delahaye, D. Durand,
X. Fle´chard, M. Labalme, F. Mauger, A. Mery, O. Naviliat-Cuncic,
D. Rodr´ıguez, Performance of a micro-channel plates position sensitive de-
tector, Nuclear Instruments and Methods in Physics Research Section A:
Accelerators, Spectrometers, Detectors and Associated Equipment 551 (2–
3) (2005) 375 – 386, and references therein.
[17] A. I. Gorelov, Positron-neutrino correlation measurements in the beta de-
cay of magneto-optically trapped 38mK atoms, Ph.D. thesis, Simon Fraser
University (2008).
[18] P. Friedag, Setup and calibration of a position sensitive microchannel plate
detector and analysis of a test run optimizing the WITCH experiment,
Ph.D. thesis, Westfa¨lische Wilhelms-Universita¨t (2013).
[19] A. Leredde, Y. Bagdasarova, K. Bailey, X. Fle´chard, A. Knecht, A. Garc´ıa,
R. Hong, E. Lie´nard, P. Mu¨ller, O. Naviliat-Cuncic, T. P. O’Connor,
M. Sternberg, D. Storm, E. Swanson, F. Wauters, D. Zumwalt, Laser
trapped 6He as a probe of the weak interaction and a test of the sud-
den approximation, Journal of Physics: Conference Series 635 (5) (2015)
052066.
26
[20] D. W. Zumwalt, Developments for the 6He β − ν¯ angular correlation ex-
periment, Ph.D. thesis, University of Washington, Seattle (2015).
[21] Veco france / orlicat.
URL http://www.vecofrance.fr
[22] Fast acquisition system for nuclear research, http://faster.in2p3.fr.
URL http://faster.in2p3.fr
[23] C. Couratin, P. Velten, X. Fle´chard, E. Lie´nard, G. Ban, A. Cassimi, P. De-
lahaye, D. Durand, D. Hennecart, F. Mauger, A. Me´ry, O. Naviliat-Cuncic,
Z. Patyk, D. Rodr´ıguez, K. Siegien´-Iwaniuk, J.-C. Thomas, First measure-
ment of pure electron shakeoff in the β decay of trapped 6He+ ions, Phys.
Rev. Lett. 108 (2012) 243201.
27
